A 58-year-old man had undergone, at the age of 16 years, a commissurotomy of the mitral valve. Four years later, he received mechanical aortic and mitral valve prosthesis, which was replaced 15 years later. Now, this prosthesis failed due to pannus formation ( Fig. 1 and Supplementary Videos 1 and 2).
A 58-year-old man had undergone, at the age of 16 years, a commissurotomy of the mitral valve. Four years later, he received mechanical aortic and mitral valve prosthesis, which was replaced 15 years later. Now, this prosthesis failed due to pannus formation ( Fig. 1 and Supplementary Videos 1 and 2).
Supplementary material (Videos 1 and 2) is available at EJCTS online.
Video 1: Transoesophageal echocardiography showing a blockade of one of the leaflets of the mitral valve prosthesis due to a giant pannus formation with a resulting stenosis and insufficiency.
Video 2: Fluoroscopy of aortic valve (top) and mitral valve (bottom) prostheses. There is an almost normal motion amplitude of one leaflet of the mitral valve prosthesis, while the other leaflet is nearly completely immobilized. The aortic tilting disc prosthesis is functioning normally. 
